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ABSTRACT 

The  development  of  a  two-component  Doppler  Global  Velocimeter  (DGV)  system  is  described,  along  with 
a  companion  two-component  Point  Doppler  Velocimeter  (PDV)  system.  A  series  of  velocity  measurements  obtained 
for  both  systems  in  order  to  quantify  their  accuracy  is  presented.  These  DGV  and  PDV  systems  use  molecular  iodine 
vapor  cells  as  frequency  discriminating  filters  to  determine  the  Doppler  shift  of  laser  li^t  which  is  scattered  off  of 
seed  particles  in  a  flow,  from  which  the  flow  velocity  is  determined  Results  are  presented  for  velocity  distributions 
over  the  sur&ce  of  a  rotating  wheel  and  a  fully-developed  pipe  flow. 

Accuracy  of  the  present  PDV  wheel  velocity  data  is  approximately  ±  1  %  of  full  scale,  while  linearity  of  a 
single  channel  is  on  the  order  of  ±  0.5  %  (ie,  ±  0.6  m/sec  and  ±  0.3  m/sec,  out  of  57  m/sec,  respectively).  The 
observed  linearity  of  these  results  is  on  the  order  of  the  accuracy  to  which  the  speed  of  the  rotating  wheel  has  been 
set  for  individual  data  readings.  The  overall  accuracy  of  the  rotating  wheel  data  has  been  found  to  be  consistent  with 
the  level  of  repeatability  of  the  cell  calibrations.  The  PDV  turbulent  pipe  flow  data  show  consistent  turbulence 
intensity  values,  and  mean  axial  velocity  profiles  generally  agree  with  pitot  probe  data.  However,  an  offset  error  is 
observed  in  the  mean  velocity  which  is  on  the  order  of  5-10  %  of  the  maximum  axial  velocity. 

The  accuracy  of  the  DGV  system  has  also  been  investigated.  This  two-component  DGV  system  uses  four  8 
bit  Hitachi  CCD  cameras,  and  a  Matrox  Genesis  frame  grabber  board  for  image  acquisition.  Image  acquisition 
software  is  described,  along  with  the  required  image  processing  software,  including  the  required  image  warping  and 
pixel  registration  routines,  calibration,  averaging,  and  so  forth.  For  the  rotating  wheel  results,  RMS  noise  levels  are 
observed  which  are  on  the  order  of  ±1  m/sec,  while  total  velocity  range  errors  are  observed  to  be  between  ±1-2 
m/sec.  The  RMS  noise  is  dominated  by  the  8  bit  camera  resolution.  Both  of  these  errors  for  the  DGV  measurements 
are  2  to  3  times  larger  than  those  observed  for  the  PDV  system.  An  example  fully  turbulent  pipe  flow  mean  velocity 
measurement  shows  reasonably  good  agreement  with  centerline  pitot  probe  traverse  data.  TTie  zero  velocity  offset 
that  has  been  observed  has  been  corrected  through  the  use  of  a  reference  tab,  to  record  the  zero  velocity  signals  in 
each  image. 


INTRODUCTION 

This  research  project  is  exploring  the  accuracy  of  Doppler  Global  Velocimetry  (DGV),  a  nonintrusive, 
planar  imaging,  Doppler-based  velocimetry  technique,  as  well  as  the  accuracy  of  related  Point  Doppler  Velocimetry 
(PDV).  Both  of  these  techniques  use  an  iodine  vapor  cell  absorption  line  filter  (ALF)  to  determine  the  Doppler  shift, 
and  hence  the  velocity,  of  small  seed  particles  in  a  flow  field,  as  these  particles  pass  through  a  two-dimensional  sheet 
of  laser  light.  The  same  portion  of  the  light  sheet  is  viewed  through  a  beamsplitter,  either  by  a  pair  of  video  cameras 
(for  DGV),  or  a  pair  of  photodetectors  (for  PDV),  with  the  iodine  cell  ALF  placed  in  the  optical  path  of  one  of  the 
cameras  or  photodetectors  (Fig.  1).  Laser  wavelength  and  ALF  absorption  band  are  matched  such  that  the  range  of 
flow  velocities  of  interest  yields  Doppler  shifted  frequencies  which  lie  in  the  linear  portion  of  the  absorption  band  of 
the  ALF.  As  a  result,  the  ratio  of  the  light  intensities  seen  by  the  two  detectors  at  a  point  in  the  flow  yields  a  signal 
which  is  proportional  to  the  particle  velocity. 

For  a  non-scanned  "point"  PDV  system,  very  high  data  rates  are  possible,  limited  primarily  by 
seeding/signal  strength  and  A/D  conversion  speed.  Use  of  conventional  CCD  cameras  to  view  a  region  of  the  light 
sheet  yields  velocity  data  in  a  plane  at  a  typical  resolution  of  640  pixels  by  480  lines,  at  framing  rates  of  up  to 
standard  video  rates  of  30  frames  per  second,  but  at  a  reduced  accuracy  (typically  demonstrated  to  be  on  the  order  of 
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about  5  %).  This  reduced  accuracy  is  primarily  due  to  camera  noise  and  pixel  registration  errors,  as  well  as  laser 
speckle  noise  for  systems  using  pulsed  YAG  lasers  (McKenzie,  1997;  Smith  and  Northam,  1995).  Cooled  cameras 
can  reduce  noise,  but  at  a  significant  increase  in  cost  and  reduction  in  data  rates.  Further,  these  cameras  do  not 
reduce  noise  due  to  laser  speckle.  Pixel  registration  errors  are  minimized  through  a  series  of  software  corrections. 

A  two-channel  non-scanned  point  PDV  system  has  been  developed  in  the  current  project  (Kuhlman,  et  al., 

1997) .  A  two-channel  scanned  DGV  system  using  CCD  cameras  has  also  been  developed  (Naylor  and  Kuhlman, 

1998) .  The  accuracy  limits  of  both  systems  are  being  systematically  explored,  through  a  series  of  measurements  in 
relatively  simple,  unheated  flows  such  as  fully-developed  turbulent  pipe  flow  and  a  turbulent  circular  jet.  A  rotating 
wheel  is  also  being  used  as  a  velocity  standard.  The  present  report  describes  both  the  two-channel  PDV  and  DGV 
systems  and  the  related  software,  and  presents  a  series  of  velocity  measurements  for  a  rotating  wheel  and  a  fully- 
developed  pipe  flow,  which  have  been  taken  to  assess  the  accuracy  of  both  systems  for  mean  and  RMS  velocity 
measurements. 


LITERATURE  SUMMARY 

Several  different  non-intrusive  whole  field  velocimetry  techniques  are  currently  under  development  which 
provide  velocity  data  in  a  plane,  which  can  thus  greatly  reduce  Ae  time  required  to  map  out  a  complex  flow  field.  It 
is  expected  that  this  can  lead  to  enhanced  insight  into  flow  physics,  as  well  as  allow  investigation  of  a  greater  number 
of  flows  in  parametric  studies.  Of  these  techniques,  particle  image  velocimetry  (PIV)  has  perhaps  been  the  most 
fully  developed  (Adrian  and  Yao,  1983).  Scalar  imaging  velocimetry  (SIV)  shows  promise  for  determination  of 
three  dimensional  velocity  data  in  large  Schmidt  number  liquid  flows  (Dahm,  1992).  Another  nonintrusive  technique 
under  development  by  Miles  (1992)  is  the  RELIEF  technique,  which  also  appears  to  be  limited  to  two  velocity 
components  in  a  plane,  similar  to  PIV. 

A  fourth  concept  for  acquiring  non-intrusive  real-time  velocity  measurements  in  a  planar  region  called 
Doppler  global  velocimetry  (DGV)  has  been  patented  by  Komine  (1990).  This  technique  uses  a  pair  of  video 
cameras  and  an  iodine  vapor  cell  absorption  line  filter  (ALF)  for  each  velocity  component,  to  measure  the  average 
Doppler  fi-equency  shift,  averaged  over  each  pixel,  of  the  li^t  scattered  off  minute  seed  particles  in  a  flow  as  they 
pass  through  a  planar  sheet  of  laser  light.  A  group  at  the  NASA  Langley  Research  Center  (Meyers  et  al.,  1991)  is 
currently  developing  this  new  DGV  velocity  measurement  technique  into  an  accurate  instrument.  This  same  group 
has  also  funded  work  at  Northrop  (Meyers  and  Komine,  1991). 

Others  are  also  developing  concepts  similar  to  DGV;  for  example.  Miles,  et  al.  (1991)  have  developed  a 
filtered  Rayleigh  scattering  (FRS)  technique  which  allows  nonintrusive  velocity  measurements  without  requiring  any 
seeding.  An  optically  thick  ALF  is  used  to  filter  out  all  signal  but  the  Doppler  shifted  frequencies  due  to  molecular 
Rayleigh  scattering.  Accuracy  of  this  technique  in  supersonic  flows  has  been  documented  in  Forkey,  et  al.  (1995)  to 
be  comparable  to  that  of  DGV,  on  a  percentage  basis. 

Hoffenberg  and  Sullivan  (1993)  have  measured  the  velocity  of  a  jet  at  a  point,  using  a  non-scanned  filtered 
particle  scattering  (FPS)  technique.  Accuracy  of  both  mean  and  turbulence  quantities  for  this  point  system  was 
comparable  to  LV  data  near  the  centerline  at  the  exit  of  an  axisymmetric  jet  at  about  100  ft/sec.  However,  large 
errors  in  mean  and  RMS  velocities  were  found  near  the  edges  of  the  jet,  possibly  due  to  uneven  seeding  and  low 
signal-to-noise  ratio.  Similar  point  PDV  studies  have  been  conducted  by  Morrison,  et  al.  (1994),  and  by  Roehle  and 
Schodl  (1994).  Roehle  and  Schodl  have  improved  the  accuracy  of  their  measurements  through  active  stabilization  of 
the  frequency  of  their  CW  Argon  ion  laser. 

More  recently,  others  at  NASA  Ames  (McKenzie,  1995,  1997),  NASA  Langley  (Smith  and  Northam, 
1995),  and  Ohio  State  University  (Elliott,  et  al,  1994,  and  Clancy  and  Samimy,  1997)  have  also  developed  scanned 
DGV  systems.  Smith,  McKenzie,  and  Clancy  and  Samimy  each  have  used  a  single  video  camera  to  record  both  the 
reference  and  signal  images  for  each  velocity  component;  this  split-image  technique  reduces  resolution  by  a  factor  of 
two,  but  also  reduces  system  cost  and  complexity.  The  data  by  McKenzie  for  single  channel  point  measurements  on 
a  rotating  wheel  (1995)  display  an  absolute  accuracy  on  the  order  of  ±  1-2  m/sec.  McKenzie’s  more  recent  (1997) 
planar  imaging  results  of  the  velocity  of  the  same  rotating  wheel  displayed  a  lower  level  of  accuracy  (±2-5  m/sec). 
The  present  two-component  PDV  results  by  Kuhlman,  et  al.  (1997),  for  a  rotating  wheel  displayed  an  accuracy  on 
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the  order  of  ±  0.5-1  m/sec.  Irani,  and  Irani  and  Miller  (1995)  have  investigated  the  accuracy  of  a  single-component 
DGV  system.  Recently,  Elliott,  et  al.  (1997)  have  presented  DGV  results  for  transverse  jet  injection  into  a 
supersonic  free  stream.  Beutner  and  Baust  (1997)  have  given  details  of  a  DGV  system  which  is  under  development 
at  the  Wright  Laboratory.  Reinath  (1997)  has  given  a  detailed  description  of  a  three-component  DGV  system  that 
has  been  developed  for  use  in  wind  tunnels  at  the  NASA  Ames  Research  Center. 

Thus,  it  is  clear  that  in  a  very  short  time  (approximately  seven  years),  DGV  has  developed  to  a  point  where 
capability  has  been  demonstrated  for  making  non-intrusive  mean  flow  velocity  vector  measurements  in  a  plane,  in  a 
variety  of  complex  single  phase  flow  fields  of  practical  significance.  While  current  scanned  DGV  systems  laf:lf  the 
accuracy  or  resolution  of  conventional  LV  systems  or  PIV  (to  date,  documented  as  on  the  order  of  5  %,  versus  1  % 
for  LV,  at  about  100  ft/sec.),  DGV  has  proven  in  a  very  short  time  to  be  an  extremely  flexible  whole-field 
velocimetry  technique. 

Following  the  notation  of  McKenzie  (1995),  the  basic  equation  relating  the  Doppler  shift  frequency  to  the 
resolved  velocity  component  is  given  by 


where  8u  is  the  Doppler  frequency,  V  is  the  velocity  vector.  A,  is  the  incident  laser  frequency,  and  a  and  1  are  the 
observer  and  laser  propagation  directions,  respectively.  Thus,  the  resolved  velocity  component  is  in  the  direction  of 
the  sum  of  a  and  (-1);  see  Fig.  2.  Viewing  the  light  sheet  from  three  different  directions  enables  determination  of  the 
three  dimensional  velocity  field  in  a  plane. 

APPARATUS  AND  PROCEDURE  FOR  PDV  SYSTEM 

The  present  point  PDV  system  closely  follows  the  basic  DGV  configuration  using  two  inch  diameter  iodine  cells 
which  was  originally  developed  by  Meyers  et  al.  (1991),  except  that  photodiodes  are  currently  being  used,  along  with 
front  lenses  and  pinholes,  to  collect  scattered  light  from  a  single  point  in  a  seeded  flow  which  is  illuminated  by  a  CW 
Argon  ion  laser.  Laser  fi^quency  has  not  been  actively  controlled,  but  instead  a  reference  iodine  cell  has  been  used  to 
compensate  for  any  changes  (due  to  laser  frequency  drift)  in  the  voltage  ratios  for  die  iodine  cells  which  view  the  flow 
and  receive  the  Doppler  shifted  scattered  light.  A  laser  spectrum  analyzer  has  been  used  to  monitor  laser  mode  shape 
and  detect  the  occurrence  of  mode  hops.  After  a  suitable  warm-up  period  for  the  laser  and  spectrum  analyzer  (typically 
on  the  order  of  one  hour,  to  achieve  optimum  frequency  stability),  frequency  drift  on  the  order  of  50  MHz  has  been 
observed  over  a  time  period  on  the  order  of  30  minutes;  this  is  close  to  the  resolution  of  the  spectrum  analyzer  and  the 
claimed  frequency  stability  for  the  laser. 

This  reference  iodine  cell  system  and  the  Argon  ion  laser  are  shown  in  Fig.  3,  along  with  die  laser  spectrum 
analyzer  and  Argon  ion  laser.  Neutral  density  filters  and  a  beam  expander  are  used  to  ensure  that  the  iodine  cell  is  not 
saturated  by  die  reference  beam.  The  layout  of  one  of  the  two  PDV  channels  is  shown  in  Fig.  4,  while  a  schematic  of 
how  the  entire  system  has  been  configured  for  the  wheel  velocity  measurements  may  be  found  in  Fig.  5.  The  two  PDV 
channels  include  pinholes  behind  each  front  lens,  as  implemented  by  Roehle  and  Schodl  (1994);  these  pinholes  act  as 
spatial  filters  to  set  the  size  of  the  sensing  region  in  the  light  sheet,  as  well  as  to  reduce  the  effects  of  secondary  scattering 
by  limiting  the  depth  of  field.  Plano-convex  lenses  have  been  installed  in  front  of  the  photodiodes  (see  Fig.  4),  to  ensure 
that  all  scattered  light  from  the  sensing  region  is  imaged  onto  the  photodetectors.  Also,  improvements  in  accuracy  have 
been  obtained  by  carefully  optimizing  and  matching  amplifier  gains  for  each  pair  of  photodiodes,  as  well  as  by  enclosing 
each  PDV  channel  to  reduce  background  scattered  light  intensities. 

Achieving  adequate  temperature  stability  of  the  side  arms  of  the  iodine  cells  has  been  found  by  researchers  at 
NASA  Langley  to  be  an  essential  requirement  for  accurate  operation  of  a  DGV  system.  A  temperature  control  system 
which  is  similar  to  tiiose  used  by  NASA  Langley  has  been  implemented  in  the  present  system,  which  is  comprised  of  a 
pair  of  electrical  band  heaters  which  heat  a  hollow  bushing  made  from  oxygen-free  copper,  which  surrounds  the  iodine 
cell  except  for  the  two  optical  windows  and  the  side  arm.  The  side  arm  has  been  thermally  “grounded”  by  a  copper  wire 
which  is  bonded  to  the  tip  of  the  side  arm,  and  then  bolted  to  the  optical  breadboard  on  which  tiie  DGV  system  is 
mounted.  The  entire  system  has  been  enclosed  in  an  insulated  box  (as  shown  in  exploded  view  in  Fig.  4)  to  shield  the 
cell  from  air  currents  or  room  temperature  variations,  and  the  optical  windows  of  the  cell  have  been  insulated  from  the 
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room  air  by  phenolic  tubes  fitted  with  additional  AR-coated  crown  glass  windows,  which  protrude  through  the  sides  of 
the  aluminum  box.  This  creates  a  heated  dead  air  space  next  to  the  outside  of  the  cell  by  the  optical  windows  and 
prevents  the  formation  of  solid  iodine  crystals  on  the  optical  windows.  The  Omega  PID  temperature  controller  has  been 
adjusted  to  achieve  very  stable  operation,  where  the  copper  sheath  surrounding  the  iodine  cell  typically  operates  at  a 
temperature  that  is  nominally  10°C  above  the  side  arm  temperature.  This  ensures  that  all  solid  phase  iodine  collects  in 
the  side  arm  of  the  cell.  Cells  have  been  operated  at  stem  temperatures  of  45®C,  since  absorption  well  slope  is  a 
maximum  there  (McKenzie,  1995). 

Data  acquisition  software  has  been  developed  in  Visual  Basic  4.0  to  allow  continuous  monitoring  and  data 
acquisition  of  the  cell  temperatures,  for  the  reference  cell  and  each  of  the  cells  used  in  the  two  PDV  channels.  Long 
term  drift  in  iodine  cell  temperature  has  been  measured  to  be  on  the  order  of  ±  0. 1®C  (the  specified  set  point  accuracy  of 
the  temperature  controller),  once  the  cell  has  warmed  up  to  its  steady  operating  temperature.  Short  term  fluctuations 
have  been  measured  which  are  on  the  order  of  0.03-0.04  °C;  this  approaches  the  resolution  of  the  16  bit  thermocouple 
A/D  board. 

To  determine  the  accuracy  of  the  two-component  PDV  system,  a  rotating  wheel  apparatus  has  been  developed, 
consisting  of  a  12  inch  diameter,  anodized  circular  aluminum  disk  which  has  been  painted  white,  and  mounted  on  a 
variable  speed  DC  motor.  This  wheel  can  achieve  tip  velocities  of  approximately  ±  29  m/sec.  In  addition,  a  calibration 
procedure  similar  to  that  which  has  been  used  by  NASA  Langley  personnel,  where  the  laser  is  mechanically  mode 
hopped  by  tilting  the  etalon  has  been  utilized  to  calibrate  the  iodine  cells. 

A  1.5  inch  diameter,  fiilly-developed  turbulent  pipe  flow  apparatus  has  been  developed,  as  has  a  small  grid 
turbulence  flow  facility.  Also,  a  Jet  facility  is  available  which  has  interchangeable  convergent  nozzles  with  exit 
diameters  of  0.375,  0.5,  and  1.0  inches,  and  which  can  attain  exit  velocities  up  to  120  m/sec,  with  very  low  exit 
turbulence  levels.  Kuhlman  (1994)  has  given  a  conventional  LV  data  set  for  this  jet,  as  well  as  for  a  companion  annular 
jet.  Flow  seeding  has  been  achieved  using  a  commercial  fog  machine  in  the  present  work. 

A  computer-controlled,  three-axis  traversing  system  has  been  developed  (Fig.  6),  as  described  in  the  thesis  by 
Ramanath  (1997),  for  use  in  positioning  the  flow  facilities  with  respect  to  Ae  fixed,  two  channel  PDV  system,  so  that 
velocity  contours  may  be  mapped  out  in  a  plane  or  volume.  This  traverse  allows  movement  in  a  volume  which  is  two 
feet  by  a  foot  and  a  half  in  a  horizontal  plane,  by  one  foot  in  the  vertical  direction.  Accuracy  of  a  single  traverse  move 
has  been  found  to  be  better  than  0.001"  for  typical  moves  on  the  order  of  a  few  inches  (Ramanath,  1997). 

An  8  channel,  16  bit,  simultaneous-sample-and-hold  lOTech  A/D  board  is  used  for  digital  data  acquisition  of  the 
photodetector  output  voltages  for  the  reference  iodine  cell,  and  for  the  two  PDV  channels.  The  RMS  noise  level  for  this 
board  is  ±  0.3  mV  on  a  10  volt  scale.  Windows-based  data  acquisition  software  has  been  developed  (again,  using 
Visual  Basic)  for  this  board.  In  addition,  companion  VB  data  reduction  programs  have  been  developed,  to  automate  the 
data  reduction  process. 

Calibration  of  the  iodine  cells  has  been  accomplished  using  a  continuous  scan  of  the  mode  structure  of  the  Argon 
ion  laser,  by  mechanically  altering  the  tilt  of  the  etalon  through  about  10-20  mode  hops,  over  a  20-30  second  period.  A 
typical  time  history  of  the  voltage  ratios  for  the  reference  channel  and  the  two  signal  channels  for  this  process  is  shown 
in  Fig.  7.  It  is  generally  noted  that  the  signal-to-reference  voltage  ratio  for  each  iodine  cell  varies  continuously  between 
mode  hops.  Occurrence  of  mode  hops  has  been  detected  by  a  sudden  jump  in  reference  photodiode  voltage.  The  ratio 
value  for  any  one  mode  hop  may  be  computed  as  an  average  value,  the  value  at  the  left  end  of  that  mode,  or  the  value  at 
the  right  end  of  the  mode;  the  best  results  have  been  obtained  using  the  average  value  (James,  1997).  It  has  been  found 
that  this  continuous  scan  mode  hop  calibration  technique  offers  better  accuracy  than  an  earlier  technique,  where 
individual  ratio  values  were  measured  after  each  mode  hop  of  the  laser.  This  is  because  the  cell  temperatures  cannot 
change  significantly  over  the  20-30  second  time  period  required  to  perform  a  scan.  Also,  the  effects  due  to  variability  of 
where  one  stops  the  mechanical  screw  adjust  on  the  etalon  tilt  screw  are  minimized  by  this  technique.  Significant  further 
improvement  in  calibration  accuracy  has  also  been  obtained  by  averaging  several  of  these  individual  continuous  scan 
mode  hop  calibrations  together.  This  improved  calibration  consists  of  several  (from  3  to  6)  continuous  mode  hop 
calibration  data  sets  for  each  cell.  A  single  cell  calibration  data  file  is  formed  by  “sliding”  all  mode  hop  calibrations  for 
any  one  cell,  to  overlay  them  on  one  arbitrarily-selected  calibration  of  the  set.  This  procedure  is  accomplished  by  linear 


interpolation,  and  is  necessary  because  of  laser  drift  between  mode  hop  calibrations,  where  the  ratio  value  for  the  n* 
mode  hop  for  any  one  cell  will  change,  especially  when  the  room  temperature  varies  significantly. 


APPARATUS  FOR  DGV  SYSTEM 

The  present  DGV  system  also  closely  follows  the  basic  DGV  configuration  using  two  inch  diameter  iodine 
cells  which  was  originally  developed  by  Meyers,  et  al.  (1991).  DGV  system  hardware  and  software  (see  next 
section)  have  been  described  previously  in  Naylor  and  Kuhlman  (1998).  Most  of  this  hardware  is  similar  to  that 
used  for  the  PDV  system,  as  has  been  described  above.  The  identical  reference  iodine  cell  system,  laser,  and 
spectrum  analyzer,  shown  in  Fig.  3  for  the  PDV  system,  has  been  used  for  the  DGV  system.  The  same  data 
acquisition  software  has  been  used  to  monitor  the  cell  stem  and  body  temperatures,  for  the  reference  cell  and  each  of 
the  cells  used  in  the  two  DGV  channels. 

The  same  rotating  wheel  apparatus  has  been  used  to  determine  the  accuracy  of  the  two-component  DGV 
system,  along  with  the  same  1.5  inch  diameter,  fiilly-developed  turbulent  pipe  flow  apparatus  (shown  in  Fig.  6) 
which  was  used  for  the  PDV  system.  Flow  seeding  for  DGV  measurements  is  provided  by  a  commercial  fog 
machine,  which  feeds  a  large  plenum,  to  damp  out  pulsations  in  smoke  output.  This  has  led  to  better  uniformity  in 
the  signal  levels  fi'om  image  to  image  for  the  pipe  and  jet  flow  data. 

The  computer-controlled,  three-axis  traversing  system  (Fig.  6)  has  been  used  for  positioning  the  flow 
facilities  with  respect  to  the  fixed,  two  channel  DGV  system,  so  that  pipe  and  jet  flow  velocity  contours  may  be 
mapped  out  in  several  planes.  The  8  channel,  16  bit,  simultaneous  sample-and-hold  lOTech  A/D  board  has  been  used 
for  digital  data  acquisition  of  the  photodiode  output  voltages  for  the  reference  iodine  cell. 

Eight  bit  Hitachi  KP-Ml  CCD  cameras  and  a  Matrox  Genesis  fi-ame  grabber  have  been  used  for  the  two- 
component  DGV  system.  The  fiame  grabber  has  four  inputs,  each  leading  to  eight  bit  digitizers.  This  configuration 
allows  all  four  cameras  to  be  read  simultaneously,  as  long  as  the  cameras  have  been  synchronized.  The  same 
horizontal  and  vertical  sync  signals  are  fed  to  each  of  the  cameras  by  the  Genesis  board.  Maximizing  data  rates  for 
this  system  is  not  a  concern  since  the  fastest  data  rates  possible  with  the  cameras  are  still  not  fast  enough  to  resolve 
any  significant  time  varying  flow  structures.  The  continuous  data  acquisition  rate,  writing  to  the  hard  drive,  for  the 
two-component  system  is  approximately  2  sets  of  four  fi-ames/sec,  while  short  bursts  of  data  (10  frames  total  from 
each  camera)  may  be  acquired  at  30  frames/sec,  by  using  the  on-board  memory  of  the  Genesis  board. 

Fig.  1  shows  a  top  view  photo  of  one  of  two  DGV  chaimels.  Attached  to  the  front  of  the  cameras  are  Nikon 
3 5- 13 5mm,  f  3.5-4  zoom  lenses  mounted  on  C-mount  adapters.  Zoom  lenses  were  selected  instead  of  fixed  focal 
length  lenses  because  of  their  versatility  in  imaging  different  sized  areas  over  a  wide  range  of  distances.  The  penalty 
paid  for  this  flexibility  is  an  increased  f-number  for  a  given  focal  length  relative  to  a  fixed  focal  length  lens.  This 
both  decreases  the  amount  of  incoming  light  and  increases  somewhat  the  noise  due  to  laser  speckle  (McKenzie, 
1997;  Smith  and  Northam,  1995).  Polarizing  filters  have  been  placed  in  front  of  the  beam  splitters  to  minimize 
effects  due  to  polarization  sensitivity  of  the  beam  splitters. 


DATA  ACQUISITION  AND  IMAGE  PROCESSING  FOR  DGV  SYSTEM 


Introduction 


The  software  wntten  for  both  image  processing  and  the  operation  of  the  frame  grabber  is  a  mixture  of  C  and 
Visual  Basic.  VB  provides  the  front-end  for  all  grabbing  and  processing  DLLs,  which  have  been  written  in  C.  The 
acquisition  hardware  for  the  reference  (photodiode)  system  is  housed  in  one  personal  computer,  while  the  frame 
grabber  is  installed  in  a  different,  but  nearby,  PC.  The  problem  of  synchronizing  the  photodiode  and  camera  based 
acquisitions  for  both  calibration  and  velocity  data  has  been  solved  through  the  use  of  digital  inputs  and  outputs  on 
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both  systems.  Handshaking  ensures  that  both  systems  are  ready  before  any  triggering  is  enabled.  When  the  signal  is 
given  to  start  data  acquisition,  the  frame  grabber  simultaneously  grabs  one  field  (half  of  a  full  image— due  to 
interlacing)  for  each  camera,  while  the  A/D  board  samples  the  reference  photodiodes  for  the  same  1/60***  of  a  second. 
Because  one  field  is  taken  after  another,  1/60***  of  a  second  apart,  the  two  fields  that  make  up  an  interlaced  image 
cannot  be  used  as  one  velocity  image  in  DGV.  In  post-processing,  the  missing  lines  in  the  acquired  field  are  filled  in 
using  the  average  of  the  pixel  values  directly  above  and  below  the  empty  line,  creating  a  full  frame  to  be  analyzed. 

Iodine  Cell  Calibration 


Calibration  of  the  iodine  cells  has  again  been  accomplished  using  a  continuous  scan  of  the  mode  structure 
of  the  Argon  ion  laser,  by  mechanically  altering  the  tilt  of  the  etalon  through  about  10-20  mode  hops,  over  a  20-30 
second  period.  It  is  generally  noted  that  the  signal-to-reference  ratio  for  each  iodine  cell  varies  somewhat  between 
mode  hops.  Occurrence  of  mode  hops  has  been  detected  by  a  sudden  jump  in  reference  photodiode  voltage.  It  has 
been  found  that  this  continuous  scan  mode  hop  calibration  technique  offers  better  accuracy  than  an  earlier  technique, 
where  individual  ratio  values  were  measured  after  each  mode  hop  of  the  laser.  This  is  because  the  cell  temperatures 
cannot  change  significantly  over  the  20-30  second  time  period  required  to  perform  a  scan.  Also,  the  effects  due  to 
variability  of  where  one  stops  the  mechanical  screw  adjust  on  the  etalon  tilt  screw  are  minimized  by  this  technique. 

Significant  further  improvement  in  calibration  accuracy  has  also  been  obtained  by  averaging  several  of 
these  individual  continuous  scan  mode  hop  calibrations  together  (James,  1997).  This  improved  calibration  consists 
of  several  (from  7  to  10)  continuous  mode  hop  calibration  data  sets  for  each  cell.  A  single  cell  calibration  data  file  is 
formed  by  "sliding"  all  mode  hop  calibrations  for  any  one  cell,  to  overlay  them  on  one  arbitrarily-selected  calibration 
scan  of  the  set.  This  procedure  is  accomplished  by  linear  interpolation,  and  is  necessary  because  of  laser  drift 
between  mode  hop  calibrations,  where  the  ratio  value  for  the  n***  mode  hop  for  any  one  cell  will  change,  especially 
when  the  room  temperature  varies  significantly.  After  the  calibration  data  is  shifted,  a  best-fit  curve  is  found  in  order 
to  determine  a  relative  frequency  given  a  measured  ratio.  The  method  of  fit  can  presently  be  one  of  three  choices;  a 
form  of  a  Boltzmann  fitting  fimction,  an  n***  order  polynomial,  or  a  stretched  and  shifted  curve  generated  by 
theoretical  means  (McKenzie,  1995).  Thus  far,  the  latter  two  have  been  largely  untested  for  the  DGV  system. 
However,  on  the  PDV  system,  the  method  that  gave  the  most  consistent  results  was  the  Boltzmann  fimction  (James, 
1997). 


The  form  of  the  Boltzmann  fitting  fimction  used  is  as  follows: 


y  = 


(2) 


where  A\  and  A2  are  the  top  and  bottom  boundary  ratio  levels,  respectively,  Xo  is  a  horizontal  frequency  shift,  and  Dx 
is  a  horizontal  stretching  coefficient.  This  fimction  is  heavily  used  in  some  neural  network  algorithms  as  an 
activation  fimction.  A  sample  of  this  curve  fit,  shown  with  calibration  data  for  each  of  the  three  iodine  cells  can  be 
seen  in  Fig.  8.  Individual  data  points  show  less  scatter  than  McKenzie  has  shown  for  calibration  using  a  pulsed 
YAG  laser  (1997),  but  there  appears  to  be  room  for  improvement  in  the  curve  fitting  function  shape  near  the  top  and 
bottom  of  the  curves;  the  present  velocity  results  have  been  acquired  near  the  middle  of  these  curves. 


For  the  DGV  system,  the  calibration  procedure  has  an  added  step  for  the  cells  that  are  calibrated  with  video 
cameras  as  opposed  to  photodiodes.  As  in  the  point  system,  voltage  data  from  the  reference  system  photodiodes  is 
acquired  continuously  while  the  laser  is  mode  hopped  through  an  iodine  absorption  line,  but  images  through  the 
other  two  cells  are  acquired  as  quickly  as  possible  (-'2  images/sec).  Then,  the  average  gray  level  within  a  user- 
defined  area  for  each  calibration  image  is  found  and  recorded  before  further  data  shifting  and  curve  fitting  can  take 
place.  In  this  way,  the  cameras  operate  as  very  large,  slow,  photodiodes. 


A  typical  calibration  scan  takes  up  to  30  seconds  to  complete,  while  a  set  of  10  scans  can  be  acquired  in  10 
to  20  minutes,  depending  on  the  behavior  of  the  laser  during  the  scans  (scans  for  which  double  mode  hops  have 
occurred  are  discarded  and  repeated).  Therefore,  cell  stem  temperature  drift  is  not  as  much  a  factor  over  the  course 
of  a  single  scan  as  it  is  during  the  acquisition  of  an  entire  calibration  set.  Over  the  course  of  a  single  scan,  the  frame 
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grabber  grabs  images  at  a  rate  that  allows  3  or  4  images  per  mode,  whereas  the  A/D  board  acquires  approximately 
100  data  points  during  a  single  mode  for  the  reference  cell.  Consequently,  after  averaging  over  a  mode,  data  from 
the  cameras  is  less  consistent  than  that  from  the  photodiodes.  Use  of  a  larger  number  of  individual  scans  in  the  curve 
fit  process  helps  to  compensate  for  this  variability. 

Image  Processing  Software 

The  main  goal  of  the  image  processing  software  is  to  more  accurately  represent  the  imaged  area  by  better 
aligning  the  views  of  the  signal  and  reference  cameras.  A  block  diagram  of  the  data  reduction  process  is  shown  in 
Fig.  9.  Most  of  the  steps  shown  closely  follow  the  comprehensive  image  processing  methods  developed  at  NASA 
Langley  by  Meyers  (1992,  1996).  Besides  the  cell  calibrations,  several  additional  images  need  to  be  taken  before 
each  data  run,  while  the  system  remains  undisturbed.  In  each  case  where  the  target  is  stationary,  several  exposures 
are  taken  and  averaged  for  each  camera.  The  first  of  these  additional  images  is  the  background  image.  The 
background  image  is  an  image  (average  of  several  finmes)  of  the  data  area  without  laser  illumination,  which  is 
subtracted  from  all  data  images  subsequently  taken. 

The  next  averaged  image  is  one  of  a  rectangular  reference  grid  of  small  dots  placed  in  the  plane  of 
measurement  which  is  key  to  the  spatial  corrections  needed  for  accurate  alignment  of  the  signal  and  reference  camera 
images.  This  “dot  card”  image  provides  reference  points  with  which  dewarping  calculations  are  made.  The  details 
of  the  dewarping  algorithm  will  be  discussed  later,  as  it  is  a  fairly  complex  element  of  the  spatial  correction  process. 

An  averaged  image  of  a  laser-illuminated  white  card  is  also  recorded.  Laser  light  is  used,  rather  than  white 
light,  in  an  attempt  to  closely  emulate  test  conditions.  Also,  the  laser  is  tuned  such  that  the  frequency  does  not  fall  in 
an  iodine  absorption  line  during  this  acquisition  (McKenzie,  1997).  The  signal  and  reference  images  of  the  white 
card  go  through  the  same  processing  steps  as  do  the  data  images  up  to  the  ratio  step.  After  the  division  of  signal  and 
reference  images,  each  channel’s  white  card  ratio  array  is  normalized  with  respect  to  the  average  ratio  value.  The 
resulting  matrix  of  floating  point  numbers  should,  ideally,  be  equal  to  1.0,  but  spatial  imperfections  in  the  imaging 
system  (lenses,  beamsplitters,  mirrors,  and  cell  ends)  will  cause  variations  in  the  ratio.  Ratioed  Hata  images  are  then 
divided  by  the  white  card  matrix  to  correct  for  these  imperfections  (Meyers,  1996). 

White  card  images  do  nothing,  however,  to  account  for  the  slight  variations  in  sensitivity  for  individual 
pixels  across  the  CCD  array.  In  an  effort  to  force  all  pixels  in  an  array  to  have  the  same  sensitivity,  two  average 
images  are  taken  with  all  lenses  removed  and  the  array  exposed  to  two  different  light  levels.  These  images  only  need 
to  be  taken  once,  since  the  pixel  sensitivity  imperfections  are  inherent  to  the  cameras  and  are  not  likely  to  change 
with  changes  to  the  configuration  or  alignment  of  the  system.  Individual  pixel  sensitivities  (or  slopes),  which, 
ideally,  should  be  equal  to  1 .0,  are  calculated  at  each  pixel  by 


slope.,. 


PI  -  P2 

x,y  *  ^x,y 

Avgl  “  Avg2 


(3) 


where  Pl,^,  is  the  gray  level  value  at  the  x,  y  pixel  location  in  the  first  image,  and  P2x,y  is  the  pixel  value  at  the  same 
location  in  the  second  image.  Avgl  and  Avg2  are  the  average  gray  level  values  for  the  first  and  second  images, 
respectively.  The  correction  is  applied  by  dividing  the  data  image  from  each  camera  by  the  corresponding  array  of 
pixel  slopes  (Meyers,  1992).  Naylor  and  Kuhlman  (1998)  have  shown  an  example  of  X  and  Y  cuts  through  the 
center  of  a  flat-field  image  from  one  of  the  cameras  before  and  after  the  pixel  sensitivity  correction  has  been  applied; 
see  Fig.  10.  The  RMS  deviation  of  the  X  and  Y  cuts  before  the  correction  are  0.9  and  1.6  gray  levels.  After  the 
correction,  they  are  both  reduced  to  a  value  of  0.8.  When  viewing  false  color  images  of  the  pfacel  correction  buffers, 
unique  “hot  spot”  patterns  can  be  seen  for  each  camera  which  are  identical  in  shape  to  features  seen  in  the  raw 
images,  confirming  the  need  for  this  type  of  correction. 

The  next  step  in  the  algorithm  is  to  low-pass  filter  the  image  resulting  from  the  steps  above.  A  convolution 
is  performed  between  a  fiat  5X5  kernel  and  the  image,  in  effect,  blurring  it.  Low-pass  filtering  reduces  the  effects  of 
both  the  CCD  readout  noise,  as  well  as  any  laser  speckle  noise  (McKenzie,  1997).  Speckle  noise  is  less  of  a  problem 
with  the  CW  laser  used  in  this  research  than  with  a  pulsed  laser,  but  low-pass  filtering  still  improves  the  quality  of 
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the  images  acquired.  As  a  result  of  previous  testing  of  the  camera/lens  combination,  the  MTF  was  found  to  be 
approximately  3  to  5  pixels  wide,  so  a  5X5  kernel  actually  causes  minimal  loss  of  meaningful  spatial  variations  in 
velocity. 


The  need  for  dewarping  is  most  obvious  when  trying  to  overlay  velocity  images  from  different  DGV 
channels,  to  resolve  orthogonal  velocity  components.  Resolution  of  those  components  necessitates  measuring 
velocity  from  different  directions,  resulting  in  perspective  warping.  However,  even  though  both  signal  and  reference 
cameras  within  a  DGV  component  system  are  viewing  the  same  area  through  a  beamsplitter,  dewarping  is  also 
needed  for  these  images  to  correct  for  imperfect  pixel-to-pixel  alignment  (Meyers,  1992).  The  dewarping  process 
begins  with  the  acquisition  of  a  dot  card  image  by  each  camera,  as  described  above,  which  provides  an  array  of 
discrete  reference  points  with  which  to  align  the  images.  Each  dot  card  image  is  then  masked  by  thresholding  the 
result  of  a  standard  edge-finding  (Sobel)  filter,  and  the  dot  center  locations  are  found  using  blob  centroid  analysis 
techniques,  and  stored.  Next,  a  grid  is  generated  which  marks  the  location  of  the  dots  in  the  dewarped  image.  The 
numbers  of  rows  and  columns  of  dots  visible  in  the  distorted  image  are  counted,  and  the  grid  coordinates  are 
calculated  in  such  a  way  as  to  fill  the  entire  dewarped  image  with  that  number  of  equally  spaced  points.  This  has 
been  done  so  that  the  warped  image  is  always  stretched  when  dewarped,  and  pixels  referenced  in  the  warped  image 
are  guaranteed  to  be  defined  within  the  image  area.  However,  note  that  the  resulting  dewarped  images  thus  can  have 
slightly  different  X  and  Y  scale  factors;  this  distortion  has  been  largely  avoided  in  the  present  work  by  using  dot 
cards  with  the  same  4:3  aspect  ratio  as  the  camera  CCD  arrays.  Next,  the  X  and  Y  coordinates  of  the  dewarped 
image  that  correspond  to  locations  in  the  warped  (dot  card)  image  are  found  by  ratioing  the  distances  to  the  nearest 
dots  and  equating  the  ratios  in  both  the  warped  and  dewarped  images  (Wolberg,  1990).  When  this  is  done,  there 
exist  two  floating  point  arrays  for  each  camera;  one  containing  X  pixel  coordinates,  the  other  Y.  These  floating  point 
numbers  represent  pixel  locations  in  the  warped  image,  so  that  bilinear  interpolation  is  performed  on  each  pixel  to 
yield  the  target  gray  level  value  in  the  dewarped  image. 

The  accuracy  of  the  present  dewarping  routines  has  been  tested  by  recording  two  sets  of  dot  card  images, 
the  second  of  which  was  translated  both  horizontally  and  vertically  through  a  distance  equal  to  one  half  of  the  dot 
spacing.  The  first  set  of  dot  card  images  was  processed  as  described  above  to  compute  the  dewarping  coefficients, 
which  were  then  applied  to  the  computed  dot  card  centroid  coordinates  for  the  second  set  of  images.  If  the 
dewarping  procep  were  without  error,  then  the  horizontal  (X)  distances  and  the  vertical  (Y)  distances  which  each  dot 
centroid  moved  in  the  dewarped  images  would  be  the  same.  For  this  data  set,  the  computed  RMS  of  the  X  and  Y 
distances  that  each  centroid  moved  was  approximately  0.1  pixel.  Also,  the  RMS  of  the  difference  between  computed 
distances  for  corresponding  dot  centroids  in  the  signal  and  reference  camera  images  for  the  two  DGV  channels  was 
approximately  0.2-0.3  pixels.  This  compares  favorably  with  similar  results  by  McKenzie  (1997),  where  a  value  of 
0.3  pixels  has  been  given.  Note  that  because  these  results  are  for  positions  in  the  image  which  are  at  maximum 
distances  from  the  image  registration  locations  (the  dot  centroids  of  the  unshifted  images),  it  is  expected  that  these 
values  are  conservative  estimates  of  the  level  of  image  overlay  that  has  been  achieved.  Clancy  and  Samimy  (1997) 
have  found  that  sub-pixel  accuracy  is  required  for  good  accuracy  of  the  DGV  method.  Fig.  II  shows  an  example  of 
the  ratio  of  dewarped  dot  card  images  for  corresponding  signal  and  reference  cameras,  to  give  an  idea  of  the  level  of 
image  overlay  achieved. 

The  dewarped  signal  and  reference  images  for  each  component  are  then  divided,  producing  a  ratio  “image” 
containing  values  which  are  proportional  to  velocity.  The  ratio  value  for  each  pfacel  is  passed  through  the  inverted 
curve-fit  of  the  appropriate  cell  calibration  data  found  previously,  resulting  in  a  relative  frequency  value.  The  relative 
frequency  values  for  pixel  locations  which  have  either  signal  or  reference  camera  signal  levels  which  are  either 
saturated,  or  lie  below  a  threshold  of  a  gray  scale  level  of  5  are  marked  and  recorded.  The  frequency  found  from 
dividing  the  signal  and  reference  voltages  from  the  reference  system  and  passing  the  resulting  ratio  through  the 
reference  curve-fit  is  then  subtracted  from  both  relative  frequency  arrays  of  the  two  components,  to  compensate  for 
drift  in  laser  frequency.  The  pixels  marked  as  being  saturated  or  having  low  gray  level  values  are  assigned  a  delta 
frequency  value  of  zero,  producing  exactly  zero  velocity  in  the  final  velocity  images.  At  this  point,  there  exist  two 
frequency  “images”  which  are  used  in  Equation  1  to  produce  two  velocity  images.  Velocity  images  are  actually 
floating  point  buffers  which  cannot  be  displayed  normally,  but  when  scaled  from  0  to  255,  can  be  viewed  as 
grayscale  or  colorized  images.  The  combination  of  system  geometry  and  laser  wavelength  in  Equation  1  yields  a 
number  that  is  a  constant  for  each  DGV  component  for  a  particular  test  setup.  This  number  is  called  the  component 
sensitivity  because  it  quantifies  the  measured  Doppler  frequency  shift  per  (m/sec)  of  velocity  along  the  sensing 
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dvection.  It  has  units  of  MHz/'(m/sec),  with  typical  values  ranging  from  2-3  MHz/(m/sec).  The  frequency  images  are 
simply  divided  by  the  corresponding  sensitivity  to  produce  velocity  images  as  the  final  step  in  the  data  reduction 
process.  These  velocity  images  are  then  averaged,  on  an  individual  pixel  basis,  where  zero  velocity  pixel  values  are 
omitted  from  the  averaging.  This  is  necessary  for  the  pipe  and  jet  velocity  data,  because  of  the  drop  off  in  signal 
near  the  edges  of  the  flows,  where  there  is  a  reduction  in  the  amount  of  flow  seeding. 

SUMMARY  OF  PDV  RESULTS 

Early  PDV  data  repeatability,  as  documented  in  the  diesis  by  Ramanath  (1997),  was  poor.  The  standard  deviation 
of  the  slopes  of  plots  of  the  measured  PDV  velocity  versus  the  known  velocity  of  a  rotating  wheel  was  on  die  order  of  8- 
1 5  %,  even  though  the  linearity  of  each  individual  data  set  was  quite  good  (on  the  order  of  ±  1  -2  m/sec,  out  of  58  m/sec). 
Similar  results  were  initially  obtained  by  James  (1997).  However,  the  improved  cell  calibration  procedures  described 
above  have  signiflcantly  increased  the  accuracy  of  the  present  PDV  system. 

Typical  examples  of  the  present  results  for  the  rotating  wheel  will  now  be  presented;  these  data  are  presented  in 
much  more  detail  in  the  thesis  by  James  (1997).  Data  has  been  acquired  in  two  different  fashions:  first,  die  2-component 
PDV  system  was  configured  so  that  two  simultaneous,  but  independent,  measurements  of  the  wheel  velocity 
could  be  obtained,  from  two  slighdy  different  viewing  directions.  To  do  this,  the  system  was  set  up  so  that  both  PDV 
channels  had  relatively  good  sensitivities  in  the  wheel  velocity  direction.  One  channel  (channel  2)  was  set  up  with  a 
viewing  direction  which  was  at  an  angle  of  approximately  42  degrees  from  the  laser  propagation  direction.  The  other 
channel  (channel  1)  viewed  the  wheel  at  an  angle  of  approximately  75  degrees,  by  imaging  the  wheel  off  of  a  mirror 
which  was  mounted  on  the  breadboard  which  held  the  channel  2  optical  components  (see  Fig.  5).  The  wheel  was 
inclined  slightly  (about  5  degrees)  to  die  laser  propagation  direction.  In  this  configuration,  the  resulting  velocity  Hgta 
have  been  converted  to  wheel  velocities  by  assuming  that  die  direction  of  the  wheel  velocity  was  known.  In  the  second 
configuration,  the  ^o  PDV  channels  were  set  up  with  widely  differing  viewing  angles  (approximately  126  degrees  from 
the  laser  propagation  direction  for  channel  1,  and  approximately  42  degrees  for  channel  2),  and  the  two  PDV  velocity 
measurements  were  used  to  resolve  orthogonal  x-  and  y-velocity  components,  from  which  the  wheel  velocity  magnitiiHt. 
was  computed  as  the  square  root  of  the  sum  of  the  squares  of  the  components. 

With  the  2-component  PDV  system  set  up  in  the  first  configuration,  a  series  of  seven  wheel  velocity  Hata  sets  were 
acquired,  all  using  a  single  cell  calibration  data  run  (James,  1997).  A  typical  example  of  the  resulting  data  is  shown  in 
Fig.  12,  where  the  measured  PDV  velocity  magnitudes  for  channels  1  and  2  are  shown  plotted  against  the  known  wheel 
omega-r.  Observed  linearity  is  quite  good.  The  standard  deviations  of  the  slopes  of  the  linear  curve  fit  equations  from 
the  correct  slope  of  exactly  1 .0  were  calculated  for  several  different  curve  fit  options  for  each  of  the  seven  data  sets. 
These  errors  ranged  from  a  maximum  of  about  ±15  %  for  a  linear  curve  fit  of  the  cell  calibrations  (on  the  same  order  of 
error  as  for  the  earlier  data),  to  a  low  of  ±1-2  %  for  a  fourth-order  curve  fit.  Specifically,  from  the  individual  slope 
results  listed  in  Table  1,  the  deviations  of  the  measured  sensitivities  were  1 .4  %  for  channel  2  and  2.3  %  for  channel  1 
using  fourth-  order  curve  fits  to  the  calibration  data.  The  accuracy  to  which  the  viewing  angle  could  be  measured  was 
less  for  the  channel  which  viewed  the  wheel  off  of  the  mirror  (chaimel  1);  this  is  believed  to  be  the  explanation  for  the 
larger  error  in  rensitivity  or  slope  for  this  channel.  The  actual  standard  deviations  of  the  slope  values  are  somewhat 
sm^ler,  indicating  that  there  is  some  bias  error  in  these  results;  channel  2  slopes  have  a  standard  deviation  of  1.1  %, 
while  channel  1  slopes  have  a  standard  deviation  of  1.5  %.  Since  the  total  range  of  \nheel  velocity  for  these 
measurements  is  about  58  m/sec,  these  observed  1-2  %  errors  correspond  to  velocity  error  magnitudes  of  approximately 
±0.6- 1.2  m/sec,  which  is  quite  good.  Also,  the  standard  deviations  of  the  actual  PDV  velocity  data  points  from  the  least 
squares  linear  curve  fits  have  been  computed,  as  listed  in  Table  1,  and  these  errors  are  even  smaller  than  the  slope  errors. 
For  channel  2,  the  data  for  all  seven  runs  display  a  standard  deviation  from  a  linear  fit  of  0.7  %  (±0.4  m/sec),  while 
channel  1  displays  a  stan^d  deviation  from  a  linear  fit  of  0.5  %  (±0.3  m/sec).  Again,  this  level  of  linearity  is  quite 
good.  Since  the  errors  in  the  slopes  of  the  measured  velocity  versus  omega-r  were  smallest  using  the  fourth-order 
polynomial  curve  fits  to  the  average  ratio  data,  all  subsequent  PDV  data  has  been  reduced  using  this  method.  It  has  been 
observed  that  the  reference  cell  is  not  able  to  consistently  determine  the  zero  velocity;  thus,  for  the  present  results  zero 
velocity  has  been  fixed  by  a  measurement  of  all  voltage  ratio  values  just  prior  to  and  after  the  actual  data  acquisition. 
Other  researchers  using  scanned  systems  have  had  sinular  problems,  which  they  have  addressed  by  imaging  a  zero 
velocity  region  somewhere  in  each  camera  image  (McKenzie,  1996,  and  Reinath,  1996;  personal  communication). 
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Table  1  Slope  data  for  rotating  wheel,  set  up  with  mirror  and  using  known  velocity  direction 


Run  Slope  Deviation  from  linear  fit 

(Ch  1,  Ch  2)  (Ch  1,  Ch  2,  in  m/sec) 

1  1.0073,1.0270  0.19,0.26 

2  0.9775, 0.9916  0.22, 0.35 

3  0.9876,1.0090  0.29,0.40 

4  0.9861, 0.9988  0.33, 0.50 

5  0.9603,1.0046  0.37,0.45 

6  0.9747,1.0019  0.24,0.46 

7  0.9911,1.0142  0.35,0.26 


With  the  2-component  PDV  system  set  up  in  the  second  configuration,  a  series  of  twelve  wheel  velocity  data  runs 
have  been  acquired,  using  five  different  cell  calibrations  (James,  1997).  An  example  of  this  data  is  shown  in  Fig.  13, 
while  the  individual  orthogonal  velocity  measurements  are  shown  for  this  run  in  Fig.  14.  The  individual  slopes  and 
standard  deviations  of  the  data  from  a  linear  fit  for  each  run  have  been  given  in  Table  2.  Here  the  standard  deviation  of 
the  slopes  of  the  linear  curve  fits  to  the  data  is  1  %,  and  the  data  points  exhibit  deviations  from  die  linear  curve  fits  with 
a  standard  deviation  of  1. 1  %  (±  0.65  m/sec).  Again,  this  is  felt  to  be  quite  good  accuracy.  The  accuracy  of  the  channel 
1  data,  which  is  less  sensitive  to  die  wheel  velocity,  is  not  as  good  as  that  of  channel  2.  As  a  result,  the  accuracy  of  the 
computed  x-velocity  component,  normal  to  the  laser  propagation  direction,  is  not  as  good  as  the  accuracy  of  the 
computed  y-velocity  component  (Fig.  14).  The  correct  sensitivities  to  the  x-  and  y-velocity  components,  as  shown  in 
Fig.  14,  were  cos(5®)  and  -sin(5®). 

Table  2  Slope  data  for  rotating  wheel;  two-channel  PDV  set  up 

Run  Slope  Deviation  from  linear  fit  (m/sec) 

1  0.9808  0.67 

2  0.9981  0.50 

3  0.9941  0.63 

4  1.0073  1.34 

5  1.0013  0.45 

6  1.0080  0.99 

7  1.0214  0.24 

8  0.9996  0.35 

9  0.9961  1.03 

10  0.9928  0.42 

1 1  0.9904  0.50 

12  0.9989  0.69 

During  efforts  to  improve  the  accuracy  of  the  point  DGV  system,  typical  RMS  fluctuation  levels  of  the  voltage 
signals  from  the  photodiodes  have  been  monitored,  along  with  the  RMS  fluctuation  levels  of  the  computed  ratio  of 
signal-to-reference  voltages.  For  the  reference  system,  RMS  voltage  fluctuations  typically  are  on  the  order  of  0.5  %  of 
the  mean  voltage  for  each  photodiode,  but  the  RMS  fluctuation  in  the  ratio  is  approximately  0.2  %  of  the  mean  ratio 
value.  Similar  percentage  fluctuations  in  the  ratio  value  have  been  observed  during  experiments  using  the  rotating 
wheel.  Recently,  a  simple  math  model  of  this  phenomenon  has  been  proposed  by  Ramanath,  where  the  individual 
signals  from  the  photodiodes  are  modeled  as  sine  fimctions,  each  of  which  can  have  offset  and/or  phase  errors.  The  ratio 
of  these  two  model  signals  can  show  increased,  “spiky”  fluctuation  levels,  as  is  sometimes  observed  in  the  data  when  the 
raw  voltage  levels  are  small.  Offret  errors  may  occur  due  to  inaccuracies  or  changes  in  the  detector  dark  or  background 
voltages;  such  errors  become  more  significant  as  the  signal  level  decreases. 

An  analysis  of  the  major  error  sources  for  the  present  PDV  results  has  been  performed,  as  briefly  summarized 
below. 
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the  tii  sP»<i  tas  been  M  has  been  cheeked  by  nsing  a  strobe  and  tneas™ 

etror  for  these  tinTniflt  ^  “  J"  df  our  PDV  signal  photodiodes,  using  an  oscilloscope.  The  reading 

0  for  these  tme  measurements  was  estimated  to  be  no  greater  than  ±  0.5  % ,  which  is  about  the  same  as  the  ohcen/eH 

B  tehtch  the  individual  PDV  data  poinB  lit  to  a  least.s,nares  straight  tTdo  10^^  to 

greater  ““ *'  ^  ^  “  I*  ”—1 

2.  T^e  lewl  of  zero  velocity  drift  of  the  2-component  PDV  ^stem  has  been  measured  for  a  period  of  30  minutes 

due  mTnft  velocity  is  on  the  order  of  ±  1.5  m/sec;  this  is  lu^t  to  be  pS 

PDV  Sits  f®®  *®“Perat^es,  as  shown  in  Fig.  16,  where  the  difference  between  the  stem  tSperature  for  the 
^JvStvlT  ’  ^^^hannel,  for  the  same  ZeS  1 1 

m  tL  e  ?  ^  of  the  shapes  of  these  two  graphs  indicates  that  this  error  is  due  orimarilv 

k  1 M  rr  H  ^  contrellers  »d  the  accuracy  of  fte  catttSiotctr^^ 

ofte  tto  ?DV  chlelS  H  error  in  sensitivity 

ot  the  two  PDV  channels.  However,  no  correlation  has  been  found  between  the  slope  data  given  in  Tables  1  and  2  and 

rtdutt STT:  P®-'  --  vtbc^  drift  1 1  5  llns 

*  "  "'“d’  >“»  »  O"' '»  ““  bnpBvcd  ^xuracy 

conc^tog  calibradon  cBvea  „  „v.lay  axacdy  a,  ^dr^B^dltS  Sal  tdT'^^ 

of thps  da^  and  computmg  the  difference  in  computed  velocities  which  would  result  at  the  top  and  bottom 

rpii  PiaiK  improvement  m  results,  the  primary  error  source  in  the  current  PDV  system  is  still  the  accuracv  of  the 

SSe'oTeC”(?i£3^^^^^  r^e  aSilTf  ail  b^^r 

Lpler  vdSeS  mfv  bel?i  th  k  'To  ”  of  increasing  the  resolution  of  the 

uoppier  veiocimeter,  may  be  possible  through  use  of  a  Cesium  Faraday  filter  (Bloom,  et  al.,  1993). 

^Ptag  «a  was  100  aanipIeVsac.  To  compuK  avenge  and  RMS  valnea,  binning  ofTe  Z 
recnit  h  ^  7^"  P^”*’  have  been  computed  for  each  traverse  and  these 

rmVvT  ?  u  approximately  2  mm  in  diameter.  TTiese  10  point  amLriSd 

a  nitnt  tT  T  m  Figs.  18  and  19.  The  axial  mean  velocities  agree  reasonably  well  wifti  results  from 

a  pitd-^uc  probe  survey,  ^t  radial  mean  velocities  cureently  display  an  offsetfrror  on  the  oEf  M  ScfT 

JeLft^^rte  S  me^Se!?^  ^lat  measured  axial  Lls 

niiaSntiv  •<>  bo  obntog  neewaB, 
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DGV  RESULTS 


Introduction 


y**®  results  presented  in  this  section  are  from  a  two-component  DGV  setup  represented  schematically  for 
fte  wheel  velocity  data  runs  in  Fig,  20.  Results  have  been  obtained  for  a  rotating  wheel,  and  fully-developed 
tobulent  pipe  flow.  The  beam  exits  the  laser  and  enters  the  X-Y  scanner  head,  which,  for  recording  wheel  velociti) 
^t^  IS  stotionaiy  and  simply  acts  as  a  turning  mirror.  This  X-Y  scanner  has  been  used  to  generate  a  laser  light  sheet 
mat  nas  been  used  to  illuminate  cross  sectional  cuts  of  the  pipe  and  jet  flows. 

For  the  wheel  velocity  data,  the  beam  is  steered  through  a  9mm  focal  length  biconvex  lens,  creating  a  cone 
Of  laser  light  that  is  projected  onto  the  surface  of  the  wheel.  Since  the  lens  is  small  (9mm  OD)  and  coherent  light  is 
passing  through  ^  imperfections  on  the  surface  of  the  lens  create  a  series  of  circular  interference  fringes  which  are 
^«ble  on  the  s^ace  of  the  wheel.  Two  layers  of  opaque  plastic  film  placed  in  the  expanded  beam  serve  as  optical 
dittusers  which  effectively  remove  any  visible  intensity  variations  (McKenzie,  1997).  The  DGV  sensing 
components  have  been  placed  at  shallow  angles  with  respect  to  die  incident  laser  beam  to  maximize  their  sensitivity 

Por  the  angles  shown,  components  1  and  2  have  sensitivities  of  2.19  and 
3.07  MI^(m/sec),  respectively.  Further,  component  2  is  aligned  so  that  it  measures  82  %  of  the  wheel  velocity 
compared  to  65  %  for  component  1.  This  implies  that  less  accurate  and  noisier  readings  should  be  expected  for 
component  1,  which  has  been  confirmed  by  the  data  to  be  presented  below. 

Wheel  Velocity  DGV  Results 

I  rotating  wheel  data  have  been  acquired;  two  sets  at  a  wheel  setting  of  maximum  speed 

clockwise,  and  two  sets  at  maximum  speed  counter-clockwise.  Each  set  was  taken  on  the  same  day  and  reduced 
usmg  the  same  cell  calibrations  (Fig.  8),  which  were  acquired  just  before  the  velocity  data.  Typical  results  from 
DGV  component  2  will  be  shown  m  detail  since  that  component  has  the  greatest  sensitivity  to  wheel  velocity  and 
tons  represents  the  best  available  data.  Fig,  21  shows  horizontal  and  vertical  cuts  through  the  average  of  30  velocity 
mages  for  the  second  component.  For  the  motor  speed  setting  used,  and  the  diameter  of  the  wheel,  the  calculated 
velomty  rmge  (top  to  bottom)  is  58.7  m/sec.  An  offset  on  the  order  of  5  m/sec  in  the  DGV  measurements  has 
been  subtracted  from  both  cuts.  The  cause  of  this  zero  velocity  offset  is  presently  unknown;  similar  zero  offsets  were 
observed  m  the  pomt  PDV  results  of  Kuhlman,  et  al.  (1997).  An  analysis  of  all  four  wheel  data  sets  is  summarized  in 


Table  3.  Analysis  of  non-zero  DGV  wheel  velocity  data  sets. 


Data 

Run 

Y  Velocity 
Range  (m/s) 

Percent 

Error 

RMS  (m/s) 

X  cut,  Y  cut 

1 

60.1 

2.4  % 

1.2.  1.3 

2 

60.2 

2.6  % 

1.2,  1.3 

3 

57.8 

1.5% 

0.9,  1.2 

4 

58.2 

0.9% 

0.9,  1.3 

fU  .  y  velocity  range  has  been  found  by  placing  a  least-squares  linear  fit  through  a  vertical  cut  taken  down 
the  center  of  the  velocity  mage  and  subtracting  the  two  endpoint  values  of  the  fit.  Percent  error  has  been  calculated 
wift  respect  to  the  correct  range  of  58.7  m/s  for  all  rms.  The  last  column  lists  RMS  deviations  for  an  X  (horizontal) 
cut  through  the  center  and  the  RMS  difference  from  a  linear  fit  through  a  Y  (vertical)  cut.  All  four  of  these  rms  are 
the  processed  average  of  30  mages.  Values  for  a  randomly  selected  single  image  are  59.0  m/sec  vertical  range 
which  corresponds  to  0.05  %  error,  and  RMS  values  of  1.5  and  2.0  m/sec  for  X  and  Y  cuts,  respectively.  For  the 
firet  coi^onent,  typical  values  are  48.2  m/sec,  18  %  error  for  the  vertical  cut,  and  RMS  values  of  3.9  m/sec  and  3.7 
m/sec.  The  mcre^ed  RMS  values  can  be  mostly  attributed  to  the  poor  sensitivity  value  of  the  first  component  due  to 
geometry  constraints.  However,  the  positioning  of  the  component  does  not  explain  tiie  18  %  error  in  the  vertical 
ve  ocity  range,  this  10.5  m/sec  error  is  the  largest  which  has  been  observed  in  Aese  initial  studies.  Inconsistencies 
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ilf  “  bias  errors,  which  are  partly  responsible  for  the  errors  in  the  velocity  range.  Analysis 

or  ?o/  Z  J  r"  of  calibrations  performed  on  different  days,  produces  a  maximum  error  of  ~2.4  Jsec 

or  4  /o,  based  on  the  maxunum  ratio  range  recorded  by  the  data  images. 

Pipe  Velocity  DGV  Resiilt«! 

sets  each  consisting  of  30  individual  images.  Two 

one  r  i  ^  diameters  from  the  pipe  exit.  For  brevity,  results  will  be  shown  only  for 

at  the  T  •  horizontal  and  vertical  cuts  through  an  average  of  30  velocity  images Lcen 

and  illiramated  with  a  small  amount  of  laser  light  via  a  fiber  optic  cable.  This  produced  a  zero  velocity  reference  tab 

Iho^  individual  velocity  image  (McKenzie,  1997).^  For  the  date 

iorwn  fs  !  m"  subtracted.  The  peak  velocity  on  the  centerline  of  the  pipe  as  measured  by  a  pitot 

S  hZ  f  r  — ^  horizontal  cut  near  Z 

^S^eXftfs  effiS'  wfn  w  ‘‘1  “P  P'P®’  "he  type  of  error  that  can  be 

thnn^  A  DT^v  A  Vacation  near  the  pipe  walls  is  believed  to  be  more  accurate  for  the  DGV  date  (Fie. 

u/hirh  ^  date  (Fig.  18).  This  is  due  to  the  larger  probe  volume  for  the  PDV  system  (James  1997) 

which  causes  spatial  averaging  of  the  date.  V^unes,  i  vv  /;, 

CONCLUSIONS 

the  °^A  ^"PP'®*"  Velocimeter  (PDV)  has  been  described.  Accuracy  of 

p  esent  PDV  system,  based  on  the  rotetmg  wheel  velocity  results,  has  been  documented  to  be  on  the  order  of  ±  0  6 
m/sec  over  a  velocity  range  of  57  m/sec  (ie,  approximately  ±  1  %  of  foil  scale).  Linearity  of  the  present  PDV  system 
SZcHfr  data,  has  been  documented  to  be  on  the  order  of  ±  0.3  m/sec,  which  is  on  the  order  of  the 

BotiTof  “h  ‘If  ^  “  *h®  °f  nf  the  measured  velocity  range 

Both  of  these  observed  accuracy  measurements  are  considerably  better  than  those  documented  to  date  other 

P^  ^riocity  date  have  been  presented  for  a  fiilMeveloped  turbufont  pi^  fll  t  l 
Reynolck  number  of  approximately  76,000.  Turbulence  intensity  values  agree  well  with  earlier  hot  wire  Lta,  and  mean 

r Pi“» However  clmoftrenM meenvL 
Mmistent  offiet  e^or  which  is  on  the  order  of  ten  percent  of  the  mean  axial  velocity;  Ae  reasons  for  Ais  error  are  at 

^  ^  inaccuracy  m  Ae  determination  of  zero  velocity  or  maccuracies  m  Ae 

The  development  of  a  two-component  Doppler  Global  Velocimeter  (DGV),  along  wiA  the  corresnondine 
image  acquisition  and  date  reduction  software,  has  also  been  described.  This  DGV  system\as  been  patterned  after 

f:“8ley  Research  Center.  Results  from  Ais  system  have  been  prLnted  for  the 
velocity  distribution  on  a  rotetmg  wheel  and  folly-developed  turbulent  pipe  flow.  For  Ae  configuration  used  the 

f  horizontal  bands  of  constant  horizontal  wlSl  velocity  ’-nle 

ms  deviation  of  *6  DGV  date  from  a  Imear  wheel  velocity  variation  m  Ae  Y  image  direction  was  found  to  be  ±1  1 

ex^CTtaeni  *  component.  This  corresponds  to  about  ±2  %  of  Ae  58  m/sec  velocity  range  for  Ae  present 

4?9  T/Z'  of  Ae  constant  velocity  values  along  X  cuts  through  date  images  were  also  found  to  be 

limitari^n  f  t?**  discreftzation  visible  m  Ae  velocity  cuts  suggests  Aat  Ae  dommant  error  source  is  Ae  8  bit 
limitation  of  Ae  camera/frame  grabber  combmation.  If  Ais  is  Ae  case,  Aen  Ae  percent  error  could  be  redded 
A  maximamg  Ae  component  sensitivity  and/or  mcreasing  Ae  measured  velocity  range.  Observed  errors 

m/^r  ??  variation  m  horizontal  velocity  across  Ae  vertical  (Y)  extent  of  Ae  wheel  ranged  from  1-2 

itysec.  Much  of  Ais  seMitivity  error  was  believed  to  be  due  to  maccuracies  m  Ae  cell  calibrations  A  zero  velocity 
offse  has  been  obsemd  for  all  of  Ae  present  results;  Ae  cause  of  Ais  offset  is  presently  unknown.  A  similar  zero 

SftZi  K  K  of  Kuhlman,  et  al.  (1997).  A  zero  velocity  refereLe  tab,  illummated  by  Ae 

unshifted  laser  light,  has  been  used  to  correct  for  Ais  error  m  Ae  DGV  results.  ^ 
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In  addition  to  the  PI,  two  MS  students  and  one  PhD  student  have  worked  on  the  project.  Both  MS  students 
de^ee  b^July  I99T  (Ramanath,  1997;  James,  1997),  while  the  PhD  student  is  expected  to  complete  Ws 

TRANSITIONS 

hv  fhp  procedure  developed  as  a  part  of  this  work  has  been  evaluated  and  adopted 
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Fig.  2  Vector  geometry  for  PDV  and  DGV  systems 
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Fig.4  Apparatus  for  one  PDV  channel 
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Fig.  5  Schematic  of  two-component  PDV  apparatus  set-up,  viewed  from  above,  for  wheel  velocity  measurements 
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Fig.  7  Continuous  scan  mode  hop  calibration  data  for  CW  Argon  Ion  laser 
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Fig.  8  Calibration  data  and  curve  fits  for  the  Reference  (a), 
Component  1  (b),  and  Component  2  (c)  channels. 
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lock  diagram  ot  image  processing  steps.  Steps  1-5  (a)  are  performed  on  each 
image,  while  in  steps  6-10  (b),  signal  and  reference  images  are  combined  to 
generate  a  velocity  image. 
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Fig.  10  Cuts  through  a  flat  field  image  before  (a)  and  after  (b)  the  pixel  flattening  correction 
was  applied.  Vertical  and  horizontal  RMS  variations  are  ±1.6  and  ±0.9  before 
flattening,  and  both  have  a  value  of  0.8  after. 


tio  of  signal  and  reference  camera  dewaiped  dot  card  images 
1  St  component  showing  pixel  registration 
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Fig.  12  Two-component  PDV  data  on  a  rotating  wheel  showing  0.7%  RMS 
deviation  from  linear  response 
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Fig.  1 5  Measured  zero  velocity  drift  over  a  30  minute  period 
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Fig.  16  Differences  between  signal  iodine  cell  stem  temperature  and  reference  cell  stem  temperature,  over  same  time 
period  as  in  Fig.  15 
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Fig.  17  Repeatability  of  cell  calibration  curves,  used  to  estimate  velocity  error  due  to  calibration 
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Fig.  19  Two-component  PDV  turbulence  intensity  profiles  in  1.5”  diameter  fully-developed  turbulent  pipe  flow 
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Fig.  20  Top  view  schematic  of  DGV  system  setup  for  rotating  wheel  experiment 


Fig.  22  Horizontal  and  vertical  cuts  through  an  average  of  30  DGV  velocity  images  of  fully-developed  turbulent  pipe  flow. 


